The dosimetric properties between various 2D array detectors were compared and were evaluated with regard to the accuracy in absolute dose and dose distributions for clinical treatment fields. We used to check the dose accuracy: 2D array detectors; MapCHECK (Sun Nuclear), EPID (Varian Medical Systems), EPIDbased dosimetry (EPIDose, Sun Nuclear), COMPASS (IBA) and conventional system; EDR2 film (Eastman Kodak), Exradin A-14SL ion chamber (0.016 cc, Standard Imaging). First, we compared the dose linearity, dose rate dependence, and output factor between the 2D array detectors. Next, the accuracy of the absolute dose and dose distributions were evaluated for clinical fields. All detector responses for the dose linear were in agreement within 1%, and the dose rate dependence and output factor agreed within a standard deviation of ±1.2%, except for EPID. This is because EPID is fluence distributions. In all the 2D array detectors, the point dose agreed within 5% with treatment planning system (TPS). Pass rates of each detector for TPS were more than 97% in the gamma analysis (3 mm/3%). EPIDose was in a good agreement with TPS. All 2D array detectors used in this study showed almost the same accuracy for clinical fields. EPIDose has better resolution than other 2D array detectors and thus this is expected for dose distributions with a small field.
EPIDose performance depends on measurement condition of EPID. . First, the patient CT information and 3D dose distributions a r e i m p o r t e d i n t o t h e COMPASS system from TPS. Next, the real-time fluence is measured with the COMPASS transmission detector. 3D dose distributions in patient anatomy are then calculated with the a l g o r i t h m b a s e d o n t h e m easu r ed f l ue n ce a n d t h e patient CT. The calculated 3D dose distributions are compared to those determined by TPS with use of the gamma method and dose difference. The gamma analysis is limited to pixels with values greater than 40% of the maximum pixel value. The pass rate is performed with criteria of 3 mm and 3%, and the arrows show errors. 
